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Shipment: 280

Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target* Limits Limits

Sample: Non Potable Water Base/Neutrals

Bis(2-ethylhexyl)phthalate ug/L 8036 USGS 28.0 37.5 16.1-58.8 Satisfactory
EPA Code: N/A 0-3116-87 76 passed out of 79 reported results.
Benzo(a)anthracene ug/L 8036 USGS 110 123 70.2-176 Satistactory
EPA Code: N/A 0-3116-87 80 passed out of 85 reported resullts.
Benzo(a)pyrene ug/L 8036 USGS <13 <10.0" Satisfactory
EPA Code: N/A 0-3116-87 87 passed out of 87 reported resullts.
Benzo(b)fluoranthene ug/L 8036 USGS 70.4 771 21.7-132 Satisfactory
EPA Code: N/A Qe3i600 86 passed out of 87 reported results.
Benzo(g,h,i)perylene ug/L 8036 USGS <16 <10.0" ) Satisfactory
EPA Code: N/A O-3116-87 85 passed out of 86 reported resulls.
Benzo(k)fluoranthene ug/L 8036 USGS 37.2 45.8 12.7-79.0 Satisfactory
EPA Code: N/A 0-3116-87 85 passed out of 87 reported results.
Benzyl butyl phthalate ug/L 8036 USGS 159 118 D.L.-270 Satisfactory
EPA Code: N/A 0-3116-87 79 passed out of 79 reported results.
Chrysene ug/L 8036 USGS 86.5 104 45.4 - 162 Satisfactory
EPA Code: N/A Besis 3 85 passed out of 87 reported results.
Dibenzo(a,h)anthracene ug/L 8036 USGS <22 <100" Satisfactory
EPACode: N/A Sl 82 passed out of 85 reported resuls.
Di-n-butyl phthalate ug/L 8036 USGS <17 <250° Satisfactory
EPACode: N/A Q311587 75 passed out of 78 reported results.
Diethyl phthalate ug/L B036 USGS <16 <30.0" Satisfactory
EPACode: N/A 1 10:67 79 passed out of 79 reported results.
Dimethyl phthalate ug/L 8036 USGS 166 107 D.L. - 265 Satisfactory

0-3116-87

EPA Code: N/A

79 passed out of 79 reported results.



